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A microwell array platform to print and measure
biomolecules produced by single cells†
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Here we describe a combined method to monitor the secretion of molecules produced by single cells,
followed by a method to isolate the individual cells that produced these molecules. The method is based
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on a self-sorting microwell chip that is connected to an activated membrane that collects the produced
molecules. The produced molecules are printed by diffusion in small spots onto the membrane. The location of the printed spots can be correlated to the microwell number and the cell that produced these molecules. To demonstrate the method, we used the EpCAM antibody producing hybridoma cell line VU1D9
and a genetically engineered CHO cell-line producing Her2. VU1D9 cells produced 4.6 ± 5.6 pg (mean ±
SD) of EpCAM antibody per 24 h and CHO cells 6.5 ± 8.2 pg per 24 h of Herceptin antibody.

Introduction
The ability to measure biomolecules such as cytokines, hormones and antibodies secreted by individual cells over a period of time under various conditions increases our understanding of complex biological processes. Here we present a
technology that measures the production of biomolecules secreted by individual cells.
Monoclonal antibodies that recognize specific antigens of
interest were used as therapeutic agents or as tools for biomedical research. The majority of antibodies currently used
are manufactured using mammalian cell systems.1,2 To select
specific cells producing the desired proteins at high rate, the
cells can be subjected to cloning using various methods.
Clonality is a requirement for ensuring that the produced
antibody is monoclonal.3
A traditional method for establishing cell lines for antibody production is limiting dilution.4–6 Cells are diluted and
seeded at one or less than one cell per well.3,7,8 Subsequently,
cells are allowed to grow for several days (5–10 days) before
the supernatant is screened for antibody production using
enzyme linked immune sorbent assay (ELISA). The procedure
of cloning is repeated until monoclonality is achieved. This
results in a cell line secreting unique monoclonal
antibodies.9–12 However, although this method is simple and
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low in costs it is labor intensive and time consuming with
several rounds of sub-cloning and selection and only limited
number of cells can be screened.7,8 Therefore, the assay is
performed when secreted proteins reach a detectable
concentration.
An improvement to this method is the use of fluorescenceactivated cell sorting (FACS). FACS is a high-throughput alternative that has the capability to measure single cells.8 To detect secreted biomolecules, cells are encapsulated in gel
microdroplets or affinity matrixes to capture the secreted proteins near the cell.13,14 After incubation, the immobilized protein is detected using a fluorescent-labeled antibodies.3,7,8
Positive droplets, are then selected and sorted by a flow
cytometer according to their level of production.3,8 However,
FACS based methods, submit the cells to high shear stress
which affects cell viability, cell growth and the short period of
time used to detect the secretory potential of a cell may not be
highly reflective.7 Other methods make use of semisolid medium to immobilize the cells and retains the secreted antibodies near the cells (e.g. Clonepix FL).3,15 In practice, a suspension of single cells is suspended in solid medium and
allowed to grow into colonies before the cell secreted antibodies reach measurable concentrations; fluorescently labeled
antibody are then used to detect the cell product near the colonies. High producing colonies can then be directly picked
and grown for further evaluation.15 The potential advantage
of this technique is that it offers a more cell-friendly environment. However, to verify clonality, microscopic observations
of each culture well are performed during the incubation period that can last several weeks. For ClonePix FL, detection of
antibody from single cells is not possible and therefore monoclonality is not always ensured.
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Finally, there are lab-on-a-chip based approaches that use
microwells to sort single cells and measure the secreted
products.16–18 Single cells are sorted into individual wells and
their secreted products were captured onto glass slides
coated with antibodies against the secreted proteins. However, for recovery the cells are subjected to enzymatic digestion and a micromanipulator to retrieve the cells. This makes
the procedure challenging in terms of throughput since only
a limited number of cells can be obtained.19
The microwell printing method we present here, overcomes many of these disadvantages. The method comprises
of three simple steps i.e. 1) distribute single cells in individual wells with high cell capture efficiency,20 2) measure the
molecule secretion rate and quality of the secreted product at
the single cell level, 3) cells of interest can be isolated by
punching and clonally expanded.
The microwell chip is composed of 6400 individual wells
and each microwell contains a pore at the bottom that enables the sorting of cells into wells as well the diffusion of
cell secreted proteins towards a capturing membrane.20 After
an overnight incubation, the membrane is separated from
the microwells. While the cells in the microwells are left in
the incubator the molecules captured on the membrane are
analyzed with immunofluorescence techniques. Here, we
show the feasibility of the method by measuring secreted
antibodies from cells sorted in the microwell chip. The secreted antibodies are spotted as microarray onto a membrane
and location of the spots is correlated with the microwell
number that contains the cell that secreted these molecules.
Interesting cells can be isolated and retrieved and expanded
into a new cell line.

Results
Single cell distribution
The microwell array comprises 6400 individual microwells
contained within a surface of 8 × 8 mm. Each microwell
has a height of 360 μm, a diameter of 70 μm and a total
volume of 1.4 nl. The optically transparent SiN bottom
contains a single pore with a diameter of 5 μm.20 The
distribution process is illustrated in Fig. 1. A small negative pressure 10–20 mBar was applied across the microwells to enable a flow though the microwells. Fluidic
forces drag the single cell into the microwells. The fluid
exists through the pore in the bottom of the microwell.
Once a cell has landed onto the pore the flow is blocked
and no other cell will be forced into the same microwell.
The remaining cells in the cell suspension will be forced
towards the next available microwell. In general, the cell
density is chosen such that between 60–90% of the microwells do contain a single cell. Fig. S1a† show a typical image of cells in the after seeding. In addition, the microwell chip can be imaged after the printing assay to
identify divided cells (Fig. S1b†). Therefore, using the before after images can clearly show the amount of cells in
each well which ensures monoclonality.
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Printing antibodies
After the single cells have been distributed across the individual wells the bottoms of the microwells are connected to a
capturing surface. A force of 10 N is used to establish good
connection between the bottom of the microwells and the
capturing surface. As a capturing surface we used a low fluorescence PVDF membrane with a thickness of 0.1–0.2 μm
that is functionalized with a ligand that binds the cell secreted products of interest. While the microwells are pressed
down onto the membrane the microwells with the cells are
placed in an incubator under optimal cell culturing conditions. The cell secreted products diffuse through the pore in
the bottom of the microwell towards the PVDF membrane
(Fig. 1). The small distance between bottom of the microwells
and the capturing membrane enables the capturing of antibodies in the immediate vicinity of the pore of the microwells, resulting in printed spots with a diameter of approximately 10–70 μm. To obtain nicely defined spots there should
be no flow from the microwells towards the membrane and
the printing should be based on diffusion only. For the used
cell lines in the article, overnight incubation was sufficient to
collect sufficient molecules on the capturing membrane to
perform an ELISA analysis of the 6400 potential spots.
Quantifying antibodies on a PVDF membrane
The feasibility of this approach was determined by using the
microwells to print Herceptin antibody on protein A coated
PVDF membranes using the spotting mechanism illustrated
in Fig. 1. The microwells were filled with a buffer containing
different concentrations of the Herceptin antibody (25, 50,
100 and 200 μg mL−1). After overnight incubation the membranes were detached from the microwell array and incubated with anti-human IgG-FITC. Fluorescence microscopy
was used to acquire fluorescence images of the printed arrays. Fig. 2 presents a representative image of ±100 of the
6400 printed antibody spots. A well-defined and regular pattern of the antibody spots is obtained. The fluorescence
intensity level in each spot in the printed microarray increased with increasing Herceptin antibody concentrations.
To determine the variations in amount of printed antibody
on the membrane, spots intensity and spot size were measured for each concentration of added Herceptin antibody.
Fig. S2† shows a linear relation between added and captured
amount of Herceptin (R 2 = 0.93).
To determine the relation between the printed antibody
concentration in pg μm−2 and the detected fluorescence
intensity, the EpCAM and Herceptin antibodies were
pipetted at different concentrations in drops of 1 μl on a
protein A coated PVDF membrane, resulting in spots with
an average diameter of 42 μm. After labeling the spots
with anti-human IgG–FITC, the summed total fluorescence
intensity level across every spot was determined. Panel A
in Fig. 3 illustrates the obtained anti-human IgG–FITC
fluorescence spots for EpCAM and Herceptin concentrations ranging from 0.78–200 μg ml−1. Panel B shows the
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Fig. 1 Principle of the self-sorting microwell platform to measure cell excretion. The microwell array (1 × 1 cm) contains 6400 wells each having a
diameter of 70 μm with a height of 350 μm and are closed with a SiN bottom that contains a single pore with a diameter of 5 μm. After seeding
the single cells are distributed in the individual wells (1), the microwells are brought in contact with a ligand coated PVDF membrane surface (2).
During an incubation period, the antibodies secreted by the cell are captured on the PVDF membrane (3). The microwells are detached from the
PVDF membrane and can be kept in an incubator (4), while analyzing the capturing surface (5). The antibodies secreted by the individual cells are
visualized and by immunofluorescence staining and fluorescence microscopy (6).

calibration curve depicting the summed total average fluorescence FITC intensity level as detected on the microscope set-up as a function of the concentration of EpCAM
and Herceptin in pg μm−2. These measurements were
used to determine the amount of antibody produced by
the individual cells.

1852 | Lab Chip, 2019, 19, 1850–1859

Measurement of antibodies secreted by single cells
CHO cell line producing Herceptin and VU1D9 hybridoma
cell line producing anti-EpCAM antibodies were distributed
across the microwells array. The cells were labelled with
CellTracker Orange to be able to visualize the cells after
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Fig. 2 Images of ±100 spots of the 6400 wells illustrating the printing of 25 (a), 50 (b), 100 (c) and 200 (d) μg mL−1 of Herceptin. The microwells
were prefilled with Herceptin and brought into contact with a PVDF membrane coated with protein A. After detachment the membrane was
stained with anti-human IgG FITC and images of the membrane were acquired by fluorescence microscopy. The images illustrate the printed antibody spots on the PVDF membrane.

Fig. 3 Titration of anti-EpCAM and Herceptin antibodies printed onto PVDF membranes. Panel (a). Fluorescence microscopy images of 9 concentration (in duplo) of a solution containing EpCAM antibody placed on a PVDF membrane and stained with anti-IgG-PE. Panel (b). Relation between
the EpCAM (n = 5) and Herceptin (n = 5) antibody concentration in pg μm−2 and fluorescence intensity.

filling of the microwells. Fluorescence images of the cells
contained in the 6400 microwells are presented in Fig. 4
panel A. In this example 3350 of the 6400 microwells (52%)
contained a single CHO cell. Panel C shows a higher magnification of these microwells which clearly illustrates the location of each cell in the microwell. After an overnight incubation the PVDF membrane was detached from the microwell
array, stained with anti-human IgG FITC and imaged on a
fluorescent microscope, using the same fluorescence imaging
setting as used for obtaining the graph of Fig. 3b. The image
of the captured Herceptin antibody secreted by the cells from
panel A, is presented in panel B. Panel D shows a larger magnification of the Herceptin production of the cells from panel
C and panel E shows the overlay of panels C and D.
Quantification of antibody secreted by cells
The amount of captured antibodies secreted by single cells
was determined by measuring the fluorescence intensities of
the printed spots and quantify this with the calibration curve
of Fig. 3. For these experiments a number of 2000 cells were
distributed into microwells. Cells seeded directly on a membrane (without microwell) was used as a positive control for
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antibody secretion. The fluorescence intensity in the captured
antibody spots was automatically determined using the open
source image analysis software ACCEPT (open-source ACCEPT
software (http://github.com/LeonieZ/ACCEPT)).21 Images of
arrayed cells and their corresponding microarrays were aligned
manually and ACCEPT software was used to measure the total
summed fluorescence intensity and diameter of the printed
spot. Microwells without cells (n = 300) were used as an internal control to determine the background level and to set the
detection limit. The calibration curve in Fig. 3 was used to convert the total fluorescence intensity to captured antibody in μg
μm−2. Multiplying this number times the area of the printed
spot results in the amount of captured antibody produced by a
single cell in pg per cell per day.
The production of EpCAM by VU1D9 hybridomas and
Herceptin by CHO cells was measured in a triplicate experiment on separate days. After single cell distribution, the
microwells were connected to the membrane and incubated
overnight. The fluorescence intensity was analyzed and
converted to captured antibody in pg per cell per day. The results of these three experiments conducted with the VU1D9
and CHO cells is shown in Fig. 5a and b respectively. Each
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Fig. 4 (a) Fluorescence images of cells stained with CellTracker Orange from the CHO cell line producing Herceptin, distributed into the selfsorting microwells. (b) The corresponding fluorescence image of the membrane captured Herceptin labelled with anti-human IgG FITC. (c) A section of the wells from panel (a). (d) The corresponding image of Panel (b) and (e) the overlay of Panels (c) and (d).

spot in the graph represents the amount of captured antibody produced by a single cell during the 24 hours of incubation. The horizontal solid lines indicate the average collected
antibody production of microwells that do contain a single
cell and the dashed blue line presents the average from the
wells without a cell. In all three experiments we could reproducibly detect single cell antibody secretion.
The data shows that most of the cells secrete low or nondetectable amounts of proteins and only a small fraction of
the cells produce high amounts of antibodies. The high distribution in antibody secretion is also observed in the control
group (traditional ELISPOT), which indicates that the observed heterogeneity in protein secretion is not caused by the
microwells. The amount of membrane captured antibodies in
the ELISPOT control group was on average 1,5 fold higher
which is most probably due to the fact that not all secreted
antibody is able to diffuse to the pore towards the capturing
surface.
The VU1D9 hybridoma cells show a significant lower
amount of membrane captured anti-EpCAM antibody, which
indicate a lower antibody secretion rate compared to CHO
cells. The CHO produced 0.4–50 pg per cell per day with an
average of 6.5 pg per cell per day which equals a membrane
capture rate of 272 IgG molecules per minute. For the VU1D9
cells the amount captured ranged between 0.12–24.8 pg per
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cell per day, with an average of 4.6 pg per cell per day corresponding to a capture rate of 194 IgG molecules per minute.
The data presented here for the VU1D9 shows to be comparable to previous studies in which VU1D9 IgG secretion was
measured using SPRi.22,23 Recently we have shown that cells
from different cancer cell lines can be isolated from the
microwells and expanded.24 In Fig. S3a and b† we demonstrate that individual CHO cells can be individually recovered
from the microwell and expanded. We are pursuing experiments to show if the high antibody producing cells indeed remain high producers. For these experiments we however
need to assure that sterile conditioned can be maintained
over a longer time period.

Dynamics of antibody secretion
After measuring the secretion from the two cell lines, we next
investigated the antibody secretion dynamics of the same
cells at different time periods. CHO cells were sorted in the
microwell chip and the secreted antibodies were measured at
8 h, 16 h, 24 h, 32 h, 40 h and 48 h. For each measurement a
new membrane was placed under the chip to spot the secreted proteins from the same cells. These time points provide
the cells enough time to secrete detectable amounts of antibodies between the different assays. Fig. 6a shows a heatmap

This journal is © The Royal Society of Chemistry 2019
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cells. The heatmap clearly indicates an increase in antibody
secretion for divided cells when compared to single cells.
However, on average anti-Her2 secretion for each single cell
show no big differences. Fig. 6c and d show typical secretion
dynamics for single and proliferated cells respectively. The
data indicates that the secretion profile remained steady for
each time interval during the assay. Interestingly, low producer cells remained low producer, while high producer cells
remained high producer during the assay.

Discussion

Fig. 5 (a) Scatter plot showing the production of the anti-EpCAM antibody by the single VU1D9 cells. (b) Scatter plot showing the production of the Herceptin antibody by the single CHO cells. The scatter
plots show the amount of membrane captured antibodies secreted by
single cell in individual microwells for three experiments, as a control
traditional FLUOROSPOT was performed. Each red cross represents
the total amount of antibody secreted and produced by a single cell
during 24 h of incubation. The green solid line indicates the average
amount of captured antibodies with ±2SD in pg per cell per day. The
dashed blue line indicates measured production rate of the empty
microwells (background fluorescence). The black solid line indicates
the background level of the PVDF without any fluorescence labeling.

demonstrating the secretion profile of the individual CHO
cells at different time points. The cells were grouped into
low, average and high producer cells based on the total
amount of secreted anti-Her2 during the assay (summation
of the total amount of antibody at 8–48 h period). Fig. 6b
shows the secretion of CHO cells which initially started as a
single secretor but proliferated during assay (at 24 h). Also,
the cells were grouped into low, average and high producer

This journal is © The Royal Society of Chemistry 2019

The detection of protein excretion on the single cell level has
the potential to for example screen antibody secreting cells or
to study cell-to-cell secretion heterogeneity in a wide variety
of biological systems. The current available methods used to
interrogate single cells on the single cell level are limited.16,17,25 The technology described in this paper is able to
detect the secreted product of individual viable cells at different time points and if desired the cells of interest can be isolated for clonal expansion. The technology consists of hardware, software and protocols to analyze the cellular responses
of single cells using a microwell chip that has 6400 microwells filled with a single cell. The sorting of single cells in individual microwells eliminates the effect of cell–cell contact
with neighboring cells, and purely targets single cell
secretion.
To proof of concept was demonstrated by determining the
antibody secretion of two model cell lines secreting antibodies against EpCAM and Her-2. Firstly, it was shown that
the microwell chips can be used to print biomolecules on a
capturing surface, resulting in a protein microarray. Secondly, we observed that single cells can be kept alive in the
microarrays and Thirdly the molecules secreted by the cells
can be captured at multiple time points on a surface and
identified and quantified. The secreted molecules migrate
through the small pore in the bottom of the individual microwells and are immobilized on the capturing surface. Using
this approach different antibody secreting cell populations
are identified with varying levels of protein secretion. The
majority of the cells were identified as low or non-secretors
(0–3 pg per cell per day) and only a small subpopulation of
cells secreted high concentrations of antibodies (>5 pg per
cell per day). Furthermore, our method has a sensitivity and
specificity comparable with traditional ELISPOT but overcomes the limitation in collecting the cells of interest.
We further used our platform to track the antibody secretion dynamics of cell in microwell chip. To track the dynamics from the same cells at different time intervals, secreted
antibodies were monitored by printing onto different membranes every 8 h hours (8–48 h). This preliminary data indicates that the secretion of anti-Her2 form the single CHO
cells used in this study is stable during the complete assay
and changes only slowly. For cells that gave rise to division in
the wells an increase in antibody production was found,
when compared with single cells. However, on average per
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Fig. 6 Antibody secretion profile. (a) The dynamics of single CHO cell-line secreting anti-Her2 is plotted in a heatmap, n = 100 cells for each
time-point. The cells were sorted based on the total amount of Anti-Her2 antibody produced in 48 h. (b) The secretion profile of CHO cells that
started as single cells in the microwells and at 24 h proliferated (2 cells, see red bar), n = 100 cells for each time point. The anti-Her2 secretion dynamics is plotted in a heatmap. The cells were sorted based on the total amount of membrane bound anti-Her2 antibody produced in 48 h. (c) A
typical example illustrating the secretion profile of a high producing cell, an average producing and a low producing single CHO cell. (d) An example showing the secretion profile of a high producing, average producing and low producing CHO cells that started as a single cell in the well (1
cell) and proliferated at 24 h in two cells (2 cells) and remained as two cells throughout the experiment.

cell there was no difference between divided and non-divided
cells. The elevated secretion from divided cells was
maintained for at least 16 h. Furthermore, it was found that
based on their total secretion, CHO cells can be grouped into
low, average and high producer cells. Cells that were high
producer remained a high secretor also after division, while
low secretors remained low after divisions. These single cells
assays can give more insight in cell behavior and provide
valuable information when compared to bulk assay which
only provide an average signal.
These findings demonstrate the power of the developed
technology to screen a library of single cells for protein secretion, phenotyping, identification and isolation. This article is
focuses on the identification of single cells that produce high
amounts of a specific protein. The described method can be
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combined with the Puncher technology as described by
Swennenhuis et al.,20 to transfer the cells from the microwells to a culture plate for clonal expansion. Therefore, it
would be interesting to use this method to further determine
if these antibody producing cells are truly high producers.
Future single cell isolation studies should show if the cells of
interest remain high producer cells after isolation and clonal
expansion. Currently were are, experiments are being
performed where single cell antibody is measured followed
by recovery from the microwells for clonal expansion.
In this paper, we have demonstrated a method to measure
antibody secretion from single VU1D9 hybridoma and CHO
cell line over a period of 24 h. We also showed with some
preliminary data that the microwell array can be used to
track the secretion dynamics of cells. Nevertheless, the ability
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of this method to provide information on the secretion of
proteins from single cells as well as the ability to assure
monoclonality has potential to be used as a platform for the
screening of cells for therapeutic antibody development. To
this end, the method described here can also be adapted to
screen other cells (e.g., T cells and cancer cells) secreting different molecules (e.g., cytokines).

Paper

Preparation of microwell array
Microwell arrays (VyCAP B.V, Deventer, the Netherlands) were
sterilized in 70% ethanol for 60 minutes and washed in PBS.
To remove any ethanol and air in the microwells, the array
was placed into a desiccator and vacuum was applied to allow
PBS to enter the wells. Subsequently, the microwell array was
filled with complete culture medium and incubated for 30
min at 37 °C.

Online Methods
Recombinant human EpCAM (rhEpCAM) and Protein A were
purchased from Acrobiosystems (Newark, USA). Anti-mouse
IgG-PE (Fab'2) and anti-human IgG-FITC (H+L) (Fab) were
purchased from Sigma Aldrich (St Louis, USA).

Preparation of the capture membranes
Low fluorescence polyvinylidene membrane (PVDF) with a
pore size of 0.45 was purchased from Bio-rad laboratories
(California, USA). PVDF were cut to 1 × 1 cm dimensions and
wetted in 100% methanol (Fisher scientific, Leicestershire,
UK) followed by 3 washes in sterile MilliQ. Next PVDF membranes were coated with ligands, rhEpCAM (25 μg mL−1) or
Protein A (30 μg mL−1) overnight at 4 °C. Next membranes
were washed in Phosphate buffered saline (PBS), (EMD Milliepore, Milleroca, USA) and blocked in blocking buffer
consisting of 3% BSA (Sigma Aldrich, St Louis, USA) in PBS
for 1 h at RT. Finally, the PVDF membranes were washed
once in PBS and incubated in cell culture medium prior to
use.

Single-cell antibody printing
Cells were incubated with 1 mM of Calcein AM stain
(Invitrogen, Carlsbad, USA) for 30 minutes or with
CellTracker Orange (Invitrogen, Invitrogen, Carlsbad, USA) at
a dilution of 1 : 5000 v/v for 60 minutes. Labeled cells were
spun-down and washed twice in PBS and once in complete
culture medium to remove any secreted antibodies present in
the supernatant. Next, a cell suspension of containing around
6500 single cells suspended in complete medium were distributed into the microwells array by applying a small negative pressure of 5–10 mbar. The microwell arrays were imaged
with an automated inverted epifluorescence microscope. The
prepared PVDF capturing membrane was next sandwiched
between the bottom of the microwell arrays and a PDMS slab
using a clamping device. Finally, the device was incubated at
37 °C and 5% CO2 for 24 h. For tracking cell secreting dynamics of the same cells at different time points the same protocol was used as described above, main difference was the
chip filled with cells received a new membrane at each time
interval to capture the secreted antibodies from the same
cells and the cells were imaged to determine cell division
during the assay.

Preparation of cells
Hybridoma cell line (VU1D9) secreting anti-EpCAM IgG
were provided by Immunicon Corp., Huntingdon Valley, PA,
USA. Cells were cultured in chemically defined CD Hybridoma medium (Invitrogen, Carlsbad, USA) supplemented
with 4 mM L-glutamine, 100 U per mL penicillin/streptomycin (Sigma, St. Louis, MO). CHO cells producing Herceptin
(anti-Her2) were kindly provided by Bioceros (Bioceros BV,
Utrecht, The Netherlands). CHO cells were cultured in serum free ProCHO medium (Lonza, Verviers, Belgium)
supplemented with 2% pluronic F68 (Invitrogen, Carlsbad,
USA) and 4 mM L-glutamine. For passaging, suspension cultures were harvested by thorough pipetting and cells were
pelleted by centrifugation and resuspended in fresh complete medium. Subsequently cell number and viability were
determined by incubation of the cells with 4% tryphan blue
(Invitrogen, Carlsbad, USA) and counted on a Luna-FL™
automated cell counter (Logos Biosystems, Westburg B.V.,
Leusden, The Netherlands). Cells were cultured in T25 nontreated culture flasks (VWR international B.V, Amsterdam,
The Netherlands) suitable for suspension cultures at a density of 2 × 105 cells per mL in a humidified incubator at 37
°C under 5% CO2.
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Detection of printed antibody arrays
For the detection of cell secreted proteins, the PVDF membranes were washed once in PBS with 0.05% Tween 20 and
PBS (5 min) to remove cell debris. Hereafter membranes were
blocked in blocking buffer for 1 h at RT and incubated with
FITC-conjugated detection antibodies, anti-human IgG (1 :
1000 v/v) for 1 h at RT. Finally, the membranes were briefly
washed twice in PBS (5 min) and once in MilliQ and then
dried. The membranes were imaged using an automated
inverted epifluorescence microscope.
Calibration curves
To convert the measured fluorescence intensity to concentrations of anti-EpCAM and anti-Her2 drops of 1 μl containing
different concentrations of recombinant anti-EpCAM (0–400
μg mL−1) and anti-Her2 (0–400 μg mL−1) were spotted on the
PVDF membrane. The recombinant antibodies were
reconstituted in complete culture medium (CD hybridoma or
CHO5 medium). The amount of antibody in each spot is
known and dividing this by the area of the spot results the
antibody concentration in pg μm−2.
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Image analysis and quantification of fluorescent signal
The images from the microwell array and from the PDVF
membrane were stored as tiff files and were analyzed with the
open source image analysis program ACCEPT.21 The ACCEPT
toolbox, developed in the EU funded CANCER-ID & CTC-Trap
programs, is an open source toolbox for cell analysis downloadable from https://github.com/LeonieZ/ACCEPT. To quantify the total number of cells present in each microwell array
and their printed antibody spot, the fluorescent images were
loaded in ACCEPT. The software analysis these fluorescent images and detects all events present in the images by an advanced multi-scale segmentation approach and extracts several
intensity and shape measurements for every event found.21 In
practice images of the microwell array containing the cells and
the corresponding the microarray were aligned. Aligned images were used to extract a panel of parameter (e.g. total cell
counts, antibody fluorescence signal and spot area) in ACCEPT. The extracted data was then used to estimate the total
amount of antibody captured on the membrane.
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